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[57] ABSTRACT 

A real time reflectometer with the particular utility of 
measuring fairly rapid (transient) changes in the specu- 
lar reflectance of a sample which is continuously ex- 
posed to a perturbing environment containing a fixed 
radiation source, a fixed detector, a uniformly rotating 
sample wheel and a uniformly rotating optical wheel. 
The plane of rotation of the sample wheel and the opti- 
cal wheel are normal to one another, and the gear drives 
of both wheels are interconnected and are driven by a 
single drive motor thereby insuring the alignment of the 
mirrors contained on the optical wheel with the sample 
present on the sample wheel. The radiation source gen- 
erates light directed toward the uniformly rotating sam- 
ple wheel, said sample wheel containing a test sample 
and an aperture. Light reflected off the test sample is 
also reflected from the optical wheel and directed 
toward the detector. The reflectance value of the re- 
flected light is compared to that of a reference signal 
established by light passing through the aperture, re- 
flected from the optical wheel and directed toward the 
detector. Except for the fact that the reference and the 
sample will have different reflectance values, the optics 
and the optical path length for the sample reflectance 
and the reference signals are identical. 

7 Claims, 7 Drawing Figures 
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REAL TIME REFLECTOMETER 
ORIGIN OF THE INVENTION 

The invention described herein was made by an em- 
ployee of the U.S. Government and may be manufac- 
tured and used by or for the Government of the United 
States of America for governmental purposes without 
the payment of any royalties thereon or therefor. 

FIELD OF THE INVENTION 

The present invention relates to reflectometers used 
to measure transient reflectance values of a sample 
which is exposed to a perturbing environment such as a 


cial importance is the fact that this technique permits 
measurement of the angular dependance of reflection 
and polarization effects (with the addition of a polarizer 
at the source). Furthermore, the optical path length is 
5 identical between the detector and source at both re- 
flectance and reference positions; therefore, source 
beam divergence or intensity is the same on the detector 
at both positions. In addition, this technique can be used 
over a broad range of wavelengths from the X-ray to far 
10 infra-red, limited only by source and detector problems. 
However, one such problem area with this technique is 
the positioning of the detector accurately so that the 
source beam falls on the same portion of the detector 
surface at all times. This is an acute problem since the 


rocket engine or control thruster firing which can 15 detector is in motion and a T misalignment of the mir- 


change optical properties rapidly as effluents, such as ror in angular positioning would represent twice the 
hydrocarbons or silicates, are deposited on various sur- area in reflectance measurements at the detector. A 
faces. further problem relates to the stability of the light 

13 A TOtj Txn/cKTTTriM source. Since several minutes, if hot longer, will elapse 

BACKGROUND OF THE INVENTION 2o between reflectance and reference measurements, a 

Many techniques and devices have been recently shift in the source output will directly affect the signal, 
developed in the field of optics for measuring the specu- causing an error in the reflectance readings, 
lar reflectance of a particular sample. When deciding A classical solution to several of the problems asso- 
which of these techniques or devices would be the most dated with the single beam technique is to utilize what 

appropriate for a particular surface, several factors such 25 is called the dual beam reflectance measuring technique, 
as the approximate value of the reflectance, whether This method is identical to the single beam procedure 
this reflectance is to be measured in the visible, infrared with the addition of an oscillating mirror and a detector 
or vacuum ultra-violet (VUV) spectrum, and what level reference. In this particular method, the oscillating 
of accuracy is desired must be considered. mirror focuses the light from a source or monochrome- 

One such technique is discussed in the Journal of the 30 ter, first onto the detector reference, and then onto the 
Optical Society of America, Volume 50, No. 1, Page 1, sample or first detector. This system provides a constant 
January, 1960 by H. E. Bennett and W. F. Koehler and monitoring of the light source output, permitting cor- 
in U.S. Pat. No. 3,499,716 to Bennett. This method of rections for drift of the source between the reflectance 
measuring reflectance utilizes the so-called V-W or and the reference signal measurements with the first 
Strong-type reflectometer. This device uses a revolving 35 detector. However, problems arise in alignment of the 
mirror and a movable sample so that the source beam oscillating mirror and the sample as mentioned in the 
first strikes the mirror in a reference position to obtain a single beam measurements. Additionally, if the refer- 
hundred percent signal and then the mirror is moved to ence detects drifts or changes in sensitivity, this will be 
a reflectance position and the sample is inserted in the interpreted as a change in light source output, and an 
light beam in such a manner to allow the beam to be 40 error in reflectance will occur, 
twice reflected off the sample, providing a measurement Additionally, several reflectometers utilize a refer- 
of the square of reflectance. While the optical path ence sample as a reference reading for comparison to 
length of the beam of light is unchanged, it should be the reflectance reading. Since these samples are sub- 
noted that to reduce problems of detector surface sensi- jected to the perturbing atmosphere, they can be con- 
tivity variations with misalignments, an integrating 45 taminated thereby causing an error in the true reflec- 


twice reflected off the sample, providing a measurement 
of the square of reflectance. While the optical path 
length of the beam of light is unchanged, it should be 
noted that to reduce problems of detector surface sensi- 


sphere is placed in front of the detector so that its sur- 
face is always uniformly illuminated even with sample 
misalignment. However, one disadvantage of this ap- 
proach is the limited wavelength usefulness of the Ben- 


tance values, 

A review of the prior art devices, therefore, reveals 
that no device has been developed which both operates 
in the infra-red, visible, and vacuum ultra-violet regions 


nett device in conjunction with these integrating 50 and also contains a fixed source and detector having 


spheres, thereby allowing reflectance measurements to identical pat! 
be made only in the visible and infrared regions. This is errors. Furthi 

due to the excessive number of reflectances which must of measuring 

take place and the use of the integrating sphere. Fur- sample whicl 
thermore, the V-W measurement technique does not 55 environment, 
lend itself toward taking measurements of transient ^ 

reflectance effects due to the relative long time duration ^ ^ 

between the measurement of the reference and reflec- It is therefl 
tance signals. overcome the 

An apparatus for the measurement of vacuum ultra- 60 Another ob 
violet (greater than 5(X)A) optical properties is reported a reflectomel 
by Madden and Canfield in the Journal of the Optical rapid changeis 
Society of America, Volume 51, No. 8, 1961, Page 838. A still furt] 
This device employs the single beam reflectance mea- produce a ref] 


identical path lengths, thus eliminating misalignment 
errors. Furthermore, none of the references is capable 
of measuring fairly rapid changes in the reflectance of a 
sample which is exposed continuously to a perturbing 


SUMMARY OF THE INVENTION 

It is therefore an object of the present invention to 
overcome the defects of the prior art as disclosed above. 

Another object of the present invention is to produce 
a reflectometer which is designed to measure fairly 
rapid changes in the reflectance of a sample. 

A still further object of the present invention is to 
produce a reflectometer which can measure reflectance 


surement technique of utilizing a movable detector and 65 in the infrared, visible and vacuum ultra-violet regions, 
sample. To obtain the reference reading, the sample is Yet another object of the present invention is to pro- 
removed from its position and the detector is rotated to duce a reflectometer which utilizes common optics and 
a position for measuring the unperturbed beam. Of spe- identical optical paths. 
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Another object of the present invention is to produce 
a reflectometer which utilizes a fixed detector and a 
fixed source. 

A still further object of the present invention is to 
produce a reflectometer which utilizes uniformly rotat- 
ing sample and optical wheels. 

Yet another object of the present invention is to pro- 
duce a reflectometer which permits bulky or awkward 
light sources and detector systems to be readily at- 
tached and aligned while still providing accurate reflec- 
tance measurements during the time the entire device is 
exposed to severe environments. 

Still another object of the present invention is to pro- 
duce a reflectometer which can measure both specular 
and scatter (slightly off specular) components of the 
reflectance of a sample. 

These and other objects of the present invention are 
accomplished by a real time reflectometer which can 
measure both specular reflectance (where the angle of 
incidence equals the angle of reflectance) along with 
off-specular components. This reflectometer also meas- 
ures rapidly changing values in reflectance of a sample 


DETAILED DESCRIPTION OF THE 
PREFERRED EMBODIMENT 

Referring to the drawings, FIG. 1 shows a schematic 
5 diagram which illustrates one optical system of the 
reflectometer of the present invention. The solid lines in 
FIG. 1 indicate the position of a circular sample wheel, 
a circular optical wheel and the radient energy path 
when the reflectometer is in the reflectance measure- 
10 ment position. This position is also shown in FIG. 3. 
Source 10 provides a continuous supply of radiation, 
which in the reflectance position, is reflected off of 
sample 12, plane mirrors 14 and 16 and into the detector 
18. 

15 The sample wheel and optical wheel positioning, in 
addition to the path of radient energy in the reference 
measurement position, are denoted by the dashed lines 
in FIG. 1, and are also shown in FIG. 2. This position is 
obtained by simultaneously rotating the sample wheel 
20 20 about axis a — a while mirrors 14 and 16, mounted 
upon optical wheel 24, are rotated about axis b — b, both 
wheels being rotated 180® between the two operating 
modes. 


by comparing the measurements of a reflected signal ju reference measurement position, the energy 
with that of a reference signal made within fractions of 25 generated by source 10 passes through aperture 22 on 
a second of one another, while protecting against mis- the sample wheel 20 and is then reflected off of mirrors 
alignment problems between a sample wheel, optical 14 and 16 and onto detector 18. This signal is compared 


wheel, source and detector. 


to the reflectance measurement to determine the reflec- 


The present reflectometer contains a uniformly rotat- 
ing sample wheel provided with a sample and an aper- 30 
ture through which radient energy may directly pass. A 
uniformly rotating optical wheel (rotating in a plane 
perpendicular to the plane of rotation of the sample 
wheel) whose drive gears are interconnected with the 
drive gears of the sample wheel is provided with two 35 
precisely aligned mirrors so that light striking the*sam- 
ple or passing through the aperture is directed into a 
detector. Since the sample is only rotating along the 
circumference of a small circle and is constantly facing 
in the same direction, the sample would be continuously 40 
exposed to the perturbing environment. Furthermore, 
since common optics are used and the optical path 
lengths of the reflectance and reference measurements 
are identical, the absolute values of the reflectance are 
of a more precise nature. Additionally, because there is 
a maximum of only three reflectances, the optical prop- 
erties of a sample in a VXJV environment can be investi- 
gated. 


tance of the sample while it is being subjected to a per- 
turbing environment. Additionally, the sample 12 is 
merely rotated along the circumference of a small circle 
and therefore the sample 12 is always in a direct line of 
sight of its environment. Furthermore, the optical path 
lengths for both the reflectance and reference measure- 
ments is identical, and since the source 10 and the detec- 
tor 18 can remain stable, the problems associated with 
the misalignment of the source and the detector in the 
single beam reflectometer are avoided. 

FIG. 4 shows a simplifled cut-away schematic of the 
interior of the real time reflectometer system when it is 
in the reflectance signal measurement position. A vari- 
able speed drive motor 26 adjustable to different fre- 
quency or measurement rates (such as between 30 and 
60 r.p.m.) is connected through shaft 28 to bevel gears 
30 and 32 and shaft 50, allowing the rotational move- 
ment of this shaft 28 to be translated to the rotational 
movement of the sample wheel 20. The drive motor 26 
simultaneously rotates the circular optical wheel 24 
through the rotation of shaft 34 and toothed drive gears 


BRIEF DESCRIPTION OF THE DRAWINGS 50 36 and 38. The toothed drive gear 38 is directly affixed 


The above and additional objects and advantages 
inherent in the present invention will become more 
apparent by reference to the description of an illustrated 
embodiment drawing thereof in which: 

FIG. 1 is a schematic diagram illustrating one optical 
system of the reflectometer; 

FIG. 2 is a schematic diagram of the reflectometer 
illustrating the reference signal measurement position; 

FIG. 3 is a schematic diagram of the reflectometer 50 
illustrating the reflectance measurement position; 

FIG. 4 is a perspective schematic drawing of the 
entire reflectometer system; 

FIG. 5 is a partially sectioned side view of the reflec- 


to the posterior of optical wheel 24 thereby ensuring 
that the optical wheel will rotate properly. The optical 
wheel 24 also contains an aperture 40, aligned with 
detector 18 and mirrors 14 and 16, thereby allowing the 
radiant energy to pass directly into the detector 18. A 
bearing block 74 is provided at the end of shaft 28 to 
stabilize the operation of same. Bearing block 42 is pro- 
vided to stabilize optical wheel 24 and gear 38. It should 
be noted that both sets of drive gears 30, 32 and 36, 38 
are in a one-to-one ratio enabling the sample wheel 20 
and the optical wheel 24 to maintain alignment while 
rotating. In addition, although FIG. 4 shows the sample 
wheel 20 and optical wheel 24 being rotated in a coun- 
ter-clockwise motion, it can be appreciated that this 


tometer; 65 need not be the case and that if both the sample wheel 

FIG. 6 is a top view of the reflectometer; and 20 and optical wheel 24 were rotated in the opposite 

FIG. 7 is a schematic diagram illustrating the optical direction, the present invention would be equally opera- 

system of another embodiment of the present invention. ble. 
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Due to the symmetrical optics involved in this inven- 
tion, it should be noted that the detector 18 and the 
source 10 can be switched in location. Furthermore, a 
spectrometer arrangement could be located at the posi- 
tion of the detector 18 in order for spectral reflectance 5 
measurements over large ranges of wavelength to be 
made. In fact, several wavelengths could be nionitored 
simultaneously by positioning several detectors inside 
the spectrometer at the appropriate light dispersion 
locations. 10 

Referring now to FIGS. 5 and 6, which are detailed 
drawings of one embodiment of the present invention, a 
substantially rectangular mounting plate 46 is provided 
for firmly supporting the source 10, the drive motor 26, 
the optical wheel 24, the detector 18 and various inter- 15 
connections therebetween. A plurality of support legs 
76 is connected to the mounting plate 46 by a number of 
screws 116 to adequately stabilize the real time reflec- 
tometer when cover 52 is removed for adjustments. The 
drive motor 26 is supported to the bottom surface of the 20 
mounting plate 46 by a triangularly-shaped motor 
mount 64. The substantially circular sample wheel 20 
containing the aperture 22 and sample 12 is rotatably 
connected to the drive mechanism of the drive motor 
(described hereinbelow in further detail) though the 25 
shaft in bearing block 50 and bevel gears 30 and 32, 
allowing the sample wheel to rotate above the mount- 
ing plate 46 at approximately the midpoint of same. 

The optical wheel 24 includes a mirror cone 66 for the 
protection and mounting of mirrors 14 and 16. Mirror 30 
14 is directly affixed to the inside surface of the cone 66 
by a mirror retainer 86 directly mounted upon the sur- 
face of wheel 24. Mirror 16 is affixed to mirror mount 68 
by a retainer 86, the whole of which is attached to cone 
66. It is important to note that mirror 16 must be posi- 35 
tioned at an angle of 45” with respect to the horizontal 
to ensure that the reflected radient energy is properly 
transmitted to the detector 18. The exact angle and 
position of mirror 14 is determined by the angle of inci- 
dence and reflectance of the light source (FIG. 7, B). As 40 
the angle of incidence (measured to a normal or vertical 
at 12) decreases, mirror 14 moves farther away from 
mirror 16 (in order to intercept reflected light) and its 
angle to the horizontal decreases in order to reflect light 
onto mirror 16 and then to detector 18. 45 

The mirror cone 66 and the optical wheel 24 are 
mounted substantially above the mounting plate 46, but 
a portion does lie below the plate 46 and therefore an 
aperture is provided therein to allow the mirror cone to 
freely rotate. It is important to note that the plane of 50 
rotation of the optical wheel 24 must be perpendicular 
to the plane of rotation of the sample wheel 20; and 
rotation axis b — b (FIG. 1) lies in the surface plane of 
mirror 12. 

Posterior to the mirror cone 66 is the detector 18 55 
mounted directly upon the upper surface of the mount- 
ing plate 46 using detector mount 70, strap 72 and clamp 
cleat 102. This detector may be an NO gas filled ion 
chamber, or as previously mentioned, can be a spec- 
trometer. In order to increase the energy reaching the 60 
detector 18, a lens 106 is provided within an aperture 
directly in front of the detector 18. If specular reflec- 
tance data is required in the VUV range (above 
112.0nm), an MgF 2 type lens can be inserted instead of 
lens 106 within a split retaining ring 108 contained in 65 
aperture 40. If specular reflectance data is to be ob- 
tained in the wavelength region (200.0nm to 2500nm) 
then an integrating sphere and appropriate detectors 


(such as a Photomultipler tube and PbS cell) can be used 
to replace detector 18 and its associated hardware. This 
sphere reduces the problem of detector surface sensitiv- 
ity variations with mi^ignments by always uniformly 
illuminating the surface of the detector. 

Between optical wheel 24 and detector 18, a bearing 
block 42 containing bearing 104, and connected to a 
hexagonal nut 92, is provided for ensuring a smooth 
rotation of the optical wheel. The mirror cone 66 ccm- 
tains a rotating shaft (not shown) attached to the in- 
tereior of this bearing block 42 for this purpose. The 
rotating shaft is hollow, and nut 92 and bearing block 42 
contain a hole therein for allowing the reflected radient 
energy to pass into detector 18. 

A housing 54 is provided above the mounting plate 46 
between the drive motor 26 and the sample wheel 20 for 
supporting the radiation source 10. Although many 
types of radiation sources may be utilized, in this partic- 
ular embodiment of the design a hydrogen DC dis- 
charge lamp was utilized with an MgF 2 window 112 for 
collimating the radient energy, said lamp retained by a 
lens holder 62 and a split retaining ring 110. For ease in 
installing and changing the position of the source 10, a 
front moimt 60, rear mount 58, spherical bearing 114 
and set screw 134 are provided. 

As indicated hereinabove, the sample wheel 20 and 
the optical wheel 24 are simultaneously and precisely 
rotated to prevent misalignment problems and thus 
insure that a true value of reflectance will be obtained. 
This drive mechanism contains a rotating cylindrical 
shaft 28 connected to a coupling 96 and a coupling 
adapter 84 having a set screw 124. Adjacent to the 
coupling adapter 84 is a bearing block 74 containing 
bearing 126 and retaining ring 100. A shaft spacer 78 is 
positioned on shaft 34 in order to maintain engagement 
of gears 30 and 32; thereby translating the rotating mo- 
tion of shaft 28 (or 34) to the sample wheel 20. Also 
provided for this purpose is a shaft 80, bearing housing 
50 and a bearing 98 within the housing 50, 

Section 34 of shaft 28 allows the optical wheel 24 to 
rotate in synchronization with the sample wheel 20. 
This shaft is connected to gear 36 which meshes with 
gear 38. Gear 38 is directly affixed to the optical wheel 
24 and therefore a rotation of gear 38 would allow the 
mirror combination to rotate. For stabilization effects, 
the end of the rotating drive shaft 128 (an extension of 
shaft 34) is contained in a bearing block 74 provided 
with a retaining ring 100 and a bearing 130. 

In order to properly protect the reflectometer, a bot- 
tom rectangular cover 52 and a rectangular-shaped 
body cover 122 having a rectangular top cover 48 are 
provided to completely enclose the device. The bottom 
cover 52 and the body cover 122 are both affixed to the 
mounting plate 46, and a gasket 94 is provided around 
the edges of these covers to insure a proper seal. This 
cover 48 additionally contains a viewing port 136 which 
enables exposure of sample 12 to its perturbing environ- 
ment, and permits an observer to view the rotating 
sample wheel 20. A cylindrical-shaped shield can 44 
extending from the mounting plate 46 to the top of the 
reflectometer completely encircles the sample wheel 20 
and provides light baffling, apertures, and protection of 
internal optics and mechanisms. The top cover 48 also 
contains a viewing port cover 88 and gasket 82 for 
completely sealing the reflectometer. This cover 88 can 
be inserted or removed from its position via screws 132. 
The cover 122 can also be constructed to contain an 
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opening near detector 18 to allow the utilization of a 
bulky detector such as a spectrometer. 

In operation, the entire reflectometer is introduced 
into a monitored perturbing environment with a sample 
plate suitably attached to the sample wheel 20. The ^ 
viewing port cover 88 is removed and the drive motor 
26 and the source 10 are activated. Radient energy is 
then reflected off the sample and passed to detector 18, 
and compared to a reference signal generated by the 
radient energy passing through aperture 22 and then 
being reflected off mirror 14 and 16 into the detector 18, 

In this manner, the reflectance value of the sample in a 
particular environment can be ascertained in only frac- 
tions of a second. 

FIG. 7 shows a schematic drawing of an optical sys- 
tem of another embodiment of the present invention. 
This embodiment allows the reflectometer to measure 
the off specular (scatter) components of the sample, 
limited in angle oidy by the physical dimensions of the 
device. In practice, mirror 14 is mounted on a sliding 
shaft affixed to the optical wheel 24 and driven along 
direction c — c by a drive gear and follower. Rotation 
about axis d is accomplished with another gear drive 
system ensuring that the radient energy beam travelling 25 
from mirror 14 to mirror 16 will be maintained in the 
same direction as mirror 14 translates along axis c— c. 

Additionally, this reflectometer can be modified to 
include measurements of reflectance versus angle of 
incidence. This measurement is accomplished by use of 3Q 
the embodiment described in the previous paragraph 
and by mounting source 10 on a pivoting arm allowing 
same to transcribe the arc e — e, with a center of rotation 
at point / It should be noted that source 10 and mirror 
14 must be adjusted so that the angles B are always 35 
equal to each other. 

While this device has been described with particular 
reference to the above drawings, it should not be so 
construed to be so limited. It would be obvious for those 
who possess ordinary skill in the art to, make changes 40 
and modifications to this device without departing from 
the scope of the invention. Additionally, while the pre- 
sent invention has particular utility in measuring tran- 
sient reflectance values, the invention is not so limited. 


8 

but may also be used to measure all specular reflectance 
values. 

What is claimed is: 

1, A reflectometer comprising: 

radiation source; 

fixed detector for determining reflectance; 

rotating sample wheel containing an aperture and a 
sample cell, said sample wheel disposed in the opti- 
cal path of said radiation source; 

rotating optical wheel having an axis of rotation 
transverse to the axis of rotation of said sample 
wheel, said optical wheel means disposed in the 
optical path of said radiation source; 

mirror means mounted upon said optical wheel for 
receiving radiation reflected from said sample cell 
and directing said reflected radiation into said de- 
tector, and for receiving radiation passing through 
said aperture and directing said unfeflected radia- 
tion into said detector; 

drive motor; and 

drive means connected to said motor, said sample 
wheel and said optical wheel for simultaneously 
rotating both said sample wheel and said opticd 
wheel. 

2, A reflectometer according to claim 1 wherein said 
radiation source is fixed. 

3, A reflectometer according to claim 1 wherein said 
drive nieans contains a pair of bevel gears for rotating 
said sample wheel and a pair of meshed tooth gears for 
rotating said optical wheel. 

4, A reflectometer according to claim 3 wherein said 
bevel gears and said tooth gears are in a one-to-one 
ratio. 

5, A reflectometer according to claim 1 wherein said 
mirror means are two reflecting mirrors. 

6, A reflectometer according to claim 5 further in- 
cluding translation means attached to one of said re- 
flecting mirrors, allowing said reflecting mirrors to 
translate perpendicularly to the axis of rotation of said 
optical wheel. 

7, A reflectometer according to claim 5 further in- 
cluding a pivoting arm upon which said light source is 
located. 

♦ ♦ ♦ ♦ ♦ 
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